. However, since that system is based upon an external cavity laser it requires stable running conditions to obtain the optimum detectability, which restricts its use in industrial applications. In addition, it utilizes a laser source with a moderate output power (3 mW) that is modulated through a mechanical actuator.
Introduction
Faraday Modulation Spectroscopy (FAMOS) is a spectroscopic detection technique for detection of paramagnetic molecules in general, and nitric oxide (NO) in particular [1] [2] [3] [4] [5] . The technique utilizes the fact that, in the presence of a magnetic field, a transition in a paramagnetic molecule can rotate the polarization plane of linearly polarized light. By placing the sample between nearly crossed polarizers, the rotation is monitored as an alteration of the detected optical power.
Modulation of the magnetic field and detection of the signal at the modulation frequency largely suppress background signals originating from optical interference effects and possible spectral interferences from diamagnetic constituents.
Primarily due to the rapid development of quantum cascade lasers during recent years, the FAMOS technique has lately been repeatedly used for detection of NO addressing the strong fundamental rotational-vibrational transitions, where one particular transition, 3/2 (3 / 2) Q , at 5.33 µm, has been identified as the most sensitive [1] [2] [3] [4] . Using an external cavity quantum cascade laser (QCL), a high performance, transportable FAMOS spectrometer, capable of detecting 4.7 ppb of NO with a 1 second response time, has recently been realized by Lewicki et al. [4] . However, since that system is based upon an external cavity laser it requires stable running conditions to obtain the optimum detectability, which restricts its use in industrial applications. In addition, it utilizes a laser source with a moderate output power (3 mW) that is modulated through a mechanical actuator.
Here, we present a Faraday modulation spectrometer for sensitive detection of NO that is based upon a distributed feedback (DFB) QCL with an output power of 60 mW and a Peltier cooled mercury-cadmium-telluride (MCT) detector. A DFB laser provides more output power than an external cavity laser, which increases the sensitivity of the spectrometer. It is also more compact and it is solely scanned through the injection current of the laser, which makes it less susceptible to drifts (as no mechanical parts are involved in scanning the laser wavelength).
Furthermore, application of a rapid magnetic field modulation (in the kHz regime) and a fast wavelength scan allow for further enhancement of the signal-to-noise ratio and at the same time yields a sub-second response time of the spectrometer. In addition, the concentration of NO is extracted via curve fitting, which is an advantage when high accuracy assessments are to be made since it reduces the risk for contributions from structured or drifting background signals.
All these features make the presented spectrometer suitable for industrial and field applications.
An Allan variance analysis demonstrates that the system has an excellent stability, i.e. a white noise behavior, for up to several hours of operation, with a detection limit of 4.5 ppb for a response time of 1 s.
Theory
Theoretical descriptions of the FAMOS signal from Q-transitions in NO have previously been given in the literature [1] [2] [3] [4] . It was recently shown by Westberg et al. [6] 
where η is an instrumentation factor (comprising the sensitivity of the detector and the gain of the lock-in amplifier), N is the density of molecules to be detected (cm 
Experiment
The experimental set-up is shown in Figure 1 . A room temperature cw QCL DFB laser emitting The main part of the beam was transmitted through a CaF 2 wedge and passed two wire grid polarizers stacked in series to clean up and define the plane of polarization from the laser.
After the polarizers, the laser beam passed through a 25 cm long absorption cell with an outer diameter of 12 mm. The cell tube was made of borofloat glass whereas the optical windows were made of 2 mm thick CaF 2 plane parallel discs (with a diameter of 12 mm). The cell was connected via a pressure controller to a gas mixing device (HOVAGAS). The cell was inserted in a 15 cm long solenoid with an inner diameter of 12.5 mm. The solenoid, which consisted of 765 turns of 1 mm thick copper wire with 0.3 mm thick isolation, coupled in series with a capacitor stack, was driven by a power audio amplifier. The resonant circuit was tuned to obtain a maximum magnetic field at a frequency of 7.4 kHz. We found this choice of modulation frequency to be a good compromise between the performance of the instrument (detection limit and response time) and the losses inside the solenoid. The solenoid and the resonant circuit electronics were mounted in an aluminum enclosure that shielded the rest of the instrumentation from any stray magnetic field. The dimensions of the shield enclosure were carefully optimized to minimize the leakage of the magnetic field outside the enclosure while still allowing for efficient field generation inside the solenoid. The system was capable of delivering magnetic field amplitudes of 300 Gauss inside the solenoid at 7.4 kHz under continuous operation. The maximum magnetic field amplitude that could be produced was 640 Gauss, although the system could be operated under such conditions only under a short period of time (the maximum magnetic field that could be produced was purely dictated by the excess heat dissipation inside the assembly and not the power available). The cell was equipped with a thermistor to constantly measure the temperature at the surface of the cell inside the solenoid. For calibration and surveillance purposes, the current through the solenoid was continuously monitored with a custom made current transformer.
After the cell, the beam passed a wire grid polarizer. The maximum extinction ratio after the analyzer was approximately 10 -5
. We have also tested to exchange the polarizer-analyzer pair with Rochon MgF 2 polarizers (CVI) with a similar extinction ratio. This yielded approximately the same spectrometer performance although the total optical path had to be increased in order to prevent the deflected beam from the second Rochon prism from falling onto the detector. We found that the system with wire-grid polarizers could be made more compact and less sensitive to misalignments.
After the analyzer, the laser radiation was focused on a ), corresponding to the Q 3/2 (3/2) transition, the laser was operated at a temperature of 32 ºC and with a bias current of 780 mA. At this temperature the threshold current was 460 mA and the side mode suppression ratio was better than 25 dB. The emitted optical power of the collimated beam at the pertinent bias current was 60 mW. Figure 3A shows a Faraday rotation spectrum of 1 ppm NO at a pressure of 67 mbar. The As can be seen, a good agreement between the two spectra is obtained, not only regarding the line positions but also concerning the line amplitudes and widths. This indicates that the actual magnetic field inside the cell was homogeneous and its amplitude was equal to the predicted value (i.e. no losses due to the shield were observed). However, as compared to the simulated spectrum, the experimental spectrum shows a slight asymmetry, assumed to be caused by circular dichroism originating mainly from imperfect polarizers [7] , which is an effect that has not been included in the theoretical description.
Results
In order to maximize the signal-to-noise ratio (SNR), both the uncrossing angle, ϕ , and the amplitude of the modulated magnetic field, 0 B , have to be optimized. The measured FAMOS signal-to-noise ratio (SNR) as a function of ϕ is shown by the individual markers in assumption that the signal has a linear dependence on the uncrossing angle, ϕ , whereas the noise has a square dependence. The data unveils an optimum uncrossing angle for this instrumentation of 0.6º. Figure 5B displays the peak value of the FAMOS signal from the 3/2 (3 / 2) Q transition as a function of magnetic field. For low magnetic fields the signal increases linearly with the field strength. As the field is increased, the slope decreases and the peak value of the FAMOS signal reaches a maximum for an optimum magnetic field of 156 Gauss (rms), after which it starts to decrease due to over modulation, in agreement with earlier predictions [1] [2] .
In order to assess the NO concentration from a measurement with a fast response time and good accuracy, the system was run in scan mode together with lineshape fitting. The spectrometer was scanned across the Q 3/2 (3/2) transition with a sweep amplitude of 3 GHz (0.1 cm -1 ) at a rate of 20 Hz. The lock-in time constant was set to 1 ms whereas the sampling rate of the DAQ board was lowered to 300 samples/sec resulting in 15 samples over the line. This choice of parameters provided a good compromise between the detection limit, response time and the computational capacity of the computer used. Typical data from such a scan are shown by the individual markers in Figure 6 .
Since no analytical expression of Eq. (2) yet has been derived, and to allow for a fast response, the NO concentration was extracted from the measured data by means of a least square fit procedure using a lineshape function stored in a look-up table (LUT) as a trial function. The system was calibrated by scanning the laser over the Q 3/2 (3/2) transition using a gas with an NO concentration of 1 ppm at a pressure of 67 mbar, prepared by dilution of a 90 ppm NO gas from a certified bottle with N 2 using a HOVAGAS gas mixer. To ensure accuracy, calibration gas was flushed several times into the cell before the calibration procedure was performed. The assessment of the NO concentration from fits using a LUT proved to be fast since the only free parameters in the fitting routine were an offset with a slope (representing the background) and a signal amplitude and a line position (representing the signal). The quality of the fits was in general good, which vouches for a good accuracy. An example of a fit is given by the solid curve in Figure 6 .
Since the width of the profile depends on the pressure, the concentration assessments had to be performed at the same pressure as for which the LUT was taken. When an analytical expression of Eq. (2) has been derived, the LUT table can be exchanged to an analytical expression, in a similar manner as is done in a wavelength modulation system [8] , whereby there is no more requirement to know the pressure in the curve fit procedure as the line width can be treated as a free parameter. This implies that immunity to foreign gas broadening would be achieved with this measurement method (although the pressure information still would be needed for the calculation of the gas concentration).
In order to estimate the performance of the instrument (primarily the system stability) a 16 hours long measurement was performed. From that data, an Allan plot was created, from which the detection limit for a given integration time can be estimated. The result is shown in Figure 7 . As can be seen from the figure the system stability is excellent, showing a white noise limited performance up to a few thousands seconds. Using the aforementioned curve fit routine in scan mode, it was found that the detection limit (1σ) at 1 second integration time was 4.5 ppb.
For comparison with previous results [4] , we have estimated, based on the experimental data taken in the scan mode, what the performance of the system would be if it was configured for locked-line mode operation, i.e. by constantly measuring on the peak of the line with the laser frequency locked to the center of the line. Assuming no drift of the laser frequency and no influence from offset fluctuations, it was found that the corresponding detection limit would be 1.8 ppb (still using a 1 second integration time). However, the locked-line mode of operation is in reality not as robust as the scan mode due to difficulties to compensate for the laser frequency drifts and due to influence of background offsets on the measured signal. As was shown in [4] it was in practice not possible to achieve the theoretical performance using of the locked-line mode of detection, and the SNR was degraded by a factor of 2. As mentioned above, in addition to compensating for frequency drifts and background effects, it is worth to note that application of a curve fit algorithm allows one to reach better detection limits than what is possible by application of a simple line amplitude measurement due to the fact that several points of the scan simultaneously contribute to the calculation of the concentration value.
Conclusion
In this paper we have demonstrated, to our knowledge for the first time, a Faraday modulation spectrometer for sensitive detection of nitric oxide addressing its sensitive Q 3/2 (3/2) transition around 5.33 µm utilizing a cw DFB QC laser. An Allan variance analysis demonstrates that the system has an excellent stability and white noise behavior up to several hours of operation, with a detection limit of 4.5 ppb for a response time of 1 s. The system was operating in a scanned mode of detection and a curve fit algorithm was applied for extraction of the gas concentration.
A comparison with the performance a locked-line mode was also performed. Although the application of a scanned mode of operation that includes a curve fitting procedure provides in general a lower SNR than locked-line assessments, it allows for elimination of problems with background offsets and frequency drifts. It is thereby concluded that the use of scan mode detection and a curve fit algorithm provides the best compromise between detection limit and long term stability for a practical system.
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